Antitachycardia pacing in patients with implantable cardioverter-defibrillators: inverse circadian variation of therapy success and acceleration.
We analyzed spontaneous ventricular tachycardias treated by antitachycardia pacing during long-term follow-up in 138 recipients of an implantable cardioverter-defibrillator. An inverse circadian variation of the antitachycardia pacing termination and acceleration rates with the worst antitachycardia pacing success during the time period with the highest episode frequency (morning hours) was demonstrated.